Results
The mean PTV dose ratio ranged from 0.994 to 1.048 (SD = 0.01) representing an adequate target coverage for all techniques based on an analysis of variance (ANOVA). For the lungs, method 2 had the lowest lung V20 with a ratio of 0.861 (SD = 0.12), whereas method 3 had the highest with 1.644 (SD = 0.14). For the heart, method 3 had the lowest heart V40 with a mean dose ratio of 0.807 (SD = 0.09), whereas method 2 had the highest with 1.160 (SD = 0.11). For the liver, method 2 had the lowest V30 with a mean ratio of 0.857 (SD = 0.1) whereas method 4 had the highest with 1.672 (SD = 0.48). For the spinal cord, method 3 had the lowest mean dose ratio of 0.559 (SD = 0.09) whereas method 2 had the highest with 1.094 (SD = 0.04). 
Conclusion

Introduction
Esophageal cancer is an aggressive disease with half of the patients presenting at a locally advanced stage [1] [2] . Locoregional and distant recurrence rates are high, while the five-year overall survival is low, ranging from 30% to 40% [3] . Treatment of locally advanced esophageal cancer requires a multimodal approach that includes neoadjuvant chemoradiation (CRT) and resection for resectable disease, and radical concurrent CRT for unresectable disease. In both settings, radiation treatment volumes are large to account for the well-described tendency of esophageal cancer to extend submucosally in the longitudinal direction over a considerable distance [4] . These large treatment volumes are associated with higher toxicities and call for judicious radiation planning.
Toxicities of grade 3 or more are reported in up to 15% of the patients during this treatment, which can lead to a possible delay in treatment [5] [6] . These challenges raise the question of what is the optimal radiation technique that limits toxicities while delivering the appropriate target coverage. Different techniques have been proposed including three-dimensional conformal radiotherapy (3D-CRT), fixed-field intensity-modulated radiotherapy (IMRT), volumetric modulated arc radiotherapy (VMAT), and helical tomotherapy [7] [8] [9] [10] [11] [12] [13] . However, there is still no clear consensus on a preferred technique.
Thus, we conducted a review of radiation treatment plans for locally advanced esophageal cancer treated at our institution. Our goal was to compare four commonly used radiation techniques in terms of target coverage and dose to the normal structures.
Materials And Methods
Fifteen cases of locally advanced esophageal cancer that were treated with radical CRT were included. The total prescribed dose was 50. The initial plan for all the cases was done with method 1: four fields 3D-CRT, including one anterior-posterior field (AP) field, one posterior-anterior field (PA) field, and two posterior obliques (RPO and LPO). This technique was the standard at our institution at the time of the analysis. Using the dose ratios, the three other planning techniques were compared. The dose ratios were obtained using the minimum, maximum, mean, and median dose to the target and to the normal surrounding structures of the three comparison methods over method 1.
Each case was reviewed and planned using all four methods for the 15 cases ( The minimum, maximum, mean, and median dose to the planning target volume (PTV) for each method was calculated and compared to method 1 by taking the dose ratio. A ratio larger than 1 represents a larger dose delivered as compared to method 1. Conversely, a ratio less than 1 indicates a lesser dose delivered as compared to method 1. The organs at risk included the lungs, the heart, the liver, and the spinal cord. The mean and median doses were calculated for all the organs. The V20, V40, and V30 doses were calculated for the lungs, heart, and liver respectively. A one-way analysis of variance (ANOVA) was then conducted to test for the differences between the dose ratios.
Results
Target coverage
Methods 1 to 3, all the 3D-CRT planning techniques, produced acceptable dose distributions with doses within -5% and +7% of the prescribed dose as recommended by the International Commission on Radiation Units and Measurements (ICRU) Report 50 ( The PTV doses were similar and adequate for all the techniques with a mean dose ratio value of 0.994 to 1.048 (SD = 0.01). Higher maximum dose with the VMAT (method 4) occurred as shown in Figure 1 . The PTV maximum dose in the latter was 56.3 Gy as compared to 53.7 Gy for the reference method 1 of the four-fields 3D-CRT. 
Organs at risk
Lungs Method 2 had the lowest lung V20 with a dose ratio of 0.861 (SD = 0.12). Method 3 (three-fields) had the highest dose ratio with 1.644 (SD = 0.14), and method 4 (VMAT) had a ratio of 1.150 (SD = 0.25). The mean dose ratio for the lungs was the lowest for method 2 with a value of 0.9407 (SD = 0.0343). Both method 3 and 4 had higher mean dose ratios with 1.393 (SD = 0.0896) and 1.1740 (SD = 0.1866) respectively.
The one-way ANOVA analysis showed that the method used had a significant effect on the lung V20 mean dose at the p < 0.05 level [F (3, 56) = 72.3190, p = 0.00001]. Post hoc comparisons using the Tukey honestly significant difference (HSD) test indicated that the mean score for method 1 was lower than the mean score for method 3 (p = 0.00001) and method 4 (p = 0.05), and that method 2 was significantly lower than method 3 (p = 0.00001) and method 4 (p = 0.00001), and that method 3 was significantly lower than method 4 (p = 0.00001). Taken together, these results suggest that methods 1 and 2 provided a significant sparing of the lung V20 dose as compared to method 3 and 4 ( Figure 2 ). 
Heart
Method 2 had the highest heart dose ratios with a V40 dose ratio of 1.160 (SD = 0.11). The three-field technique of method 3 had the lowest heart V40 with a mean dose ratio of 0.807 (SD = 0.09). Method 4 (VMAT) also had a low dose ratio of 0.824 (SD = 0.45).
The one-way ANOVA analysis showed that the method used had a significant effect on the heart V40 mean dose at the p < 0.05 level [F(3, 56) = 7.4421, p = 0.0003]. Post hoc comparisons using the Tukey HSD test indicated that the mean scores for method 3 (p = 0.0008) and method 4 (p = 0.0015) were significantly lower than method 2, but not significantly lower than method 1. Taken together, these results suggest that method 3 and 4 provided a significant sparing of the V40 heart dose as compared to method 2 ( Figure 3 ). The one-way ANOVA analysis showed that the method used had a significant effect on the liver V30 mean dose at the p < 0.05 level [F(3, 56) = 20.8425, p = 0.00001]. Post hoc comparisons using the Tukey HSD test indicated that the mean score for method 1 was significantly different than method 3 (p = 0.0164) and method 4 (p = 0.00001), and that method 2 was significantly different than method 3 (p = 0.0003) and method 4 (p = 0.00001), and that method 3 was significantly different than method 4 (p = 0.0301). Taken together, these results suggest that methods 1 and 2 provided a significant sparing of the V30 liver dose compared to methods 3 and 4 ( Figure 4 ). 
Discussion
Recent technological advances have led to higher access and usage of more conformal radiation techniques including IMRT. The largest population-based review of 474,533 patients treated with radiation shows that the usage rates of IMRT increased from 2.1% in 2002 to 21.9% in 2012 for all tumor sites combined [14] . This has led to the adoption of more conformal techniques in some institutions without the data supporting a dosimetric advantage in terms of target coverage and sparing of the organs at risk (OAR).
In esophageal cancer, different treatment techniques, including three-dimensional conformal techniques, different fixed-field IMRT, and VMAT have been compared in the literature. In order to conduct appropriate comparisons and to ensure a consistent contouring of the clinical target volume, Wu et al. (2015) published an expert consensus contouring guideline for IMRT in the esophageal and gastroesophageal junction cancers [15] .
Using consensus target contours, Allaveisi (2017) compared the four-field box and field-in-field techniques in terms of conformity, homogeneity, mean dose, and maximum dose [16] . The field-in-field technique resulted in a more homogenous dose distribution with a similar conformality. However, this comparison was done between two three-dimensional conformal techniques only. Fu et al. (2017) have compared plans including four, five, and seven beams of fixed-field IMRT [17] . Their findings suggested a similar maximum dose, mean dose, and conformity index for the three plans with similar coverage. However, the mean V5, V13, V20 and mean lung dose were significantly lower in the four-field plan compared to the five and seven field plans.
Three studies have compared VMAT versus fixed-field IMRT in the treatment of esophageal carcinoma. One study compared a VMAT technique with the conventional fixed-field IMRT plans in terms of PTV coverage and sparing of the OARs in thirteen patients [18] . The target coverage, the PTV D99, PTV mean, and PTV D95 were equivalent, but the maximum dose and the lung V20 were significantly lower in VMAT when compared to IMRT. The treatment time delivery was also reduced by up to 55% with VMAT.
Another study compared VMAT, using single and double arcs, with fixed-field IMRT using five, seven, and nine fields [19] . The study included 20 patients and was based on an analysis of the PTV coverage and doses to the OARs. Both the IMRT and VMAT plans provided an appropriate dose coverage to the PTV, but VMAT resulted in a higher conformity and lower lung V30 than the IMRT plans. The doses to the heart, including V30, V40, and V50, were lower with VMAT when compared to IMRT.
In a more recent study, Lin et al. (2014) assessed nine cases of middle-thoracic esophageal cancer and compared the PTV coverage, dose to the lungs, and delivery time with VMAT versus fixed-field IMRT. The VMAT plans provided superior PTV coverage, whereas the IMRT plans provided higher dose homogeneity. The V20 for the lungs was lower with VMAT plans, but V5 and V10 were lower with IMRT plans. VMAT also resulted in significantly shorter delivery time, necessitating only half of the time required for IMRT plans [20] However, all of these dosimetric comparisons were done with either three-dimensional conformal techniques or IMRT techniques and there has not been a comparison of threedimensional conformal techniques and VMAT for the same esophageal cases. Our paper is the first to report a comparison between these treatment methods. Each one of the techniques did better with the sparing of one or two organs, but at the expense of other organs. For the lungs and the liver, method 2, which is delivered in two plans, had the least mean, median, and maximum, or V40 dose ratios. However, it resulted in a higher heart mean, median, and V40 dose ratios due to the anterior-posterior, posterior-anterior, and one of the posterior oblique fields exiting through the hearts. It has the benefit of decreasing the mean, median, and V20 dose to the lungs, at the expense of the heart doses.
For the heart and the spinal cord, it was the three-field method 3 technique that was the least toxic. Method 4 (VMAT) did not provide any additional organ-sparing effect. Nonetheless, IMRT techniques such as VMAT use a computer-based optimization software that can ensure consistent planning from one case to the next. Three-dimensional techniques are dosimetristdependent and require considerable levels of experience to reproduce adequate plans.
Our findings suggest that there is no unique optimal radiation technique for the treatment of esophageal cancer, and that a case-by-case decision is needed to adapt the radiation technique based on the patient's comorbidities. For example, a patient with multiple cardiac comorbidities would benefit from planning with method 3 which reduces the dose to the heart whereas a patient with multiple lung comorbidities could be better treated using method 2 which reduces the dose to the lungs. Further studies should aim at comparing new techniques as well as hybrid techniques [21] or simulated integrated boost [22] .
Conclusions
The 3D conformal and VMAT radiation methods are adequate techniques to deliver appropriate doses to the target. Method 2 (two-plans with anterior-posterior, posterior-anterior, and posterior oblique fields) had the most organ-sparing effect for the lungs and the liver, and method 3 (three fields) for the heart and the spinal cord. VMAT did not add significant sparing to the normal structures. Our data suggested there is no dosimetry technique that is optimal for all circumstances and therefore, the esophageal radiation treatment technique should be a case-by-case decision to adapt the method based on the patient's comorbidities.
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